1^ HEWLETT-PACKARD 

(ng) JOURNAL 

PUBLISHED BY THE HEWLETT-PACKARD COMPANY. 1501 PAGE MILL ROAD, PALO ALTO, CALIFORNIA 



Vol. 16, No. 2 

OCTOBER, 1964 



A VLF Comparator for Relating 
Local Frequency to U.S. Standards 

Comparing phase changes between a local standard 
and standard VLF broadcasts permits fast, precise 
frequency calibration traceable to NBS 




Fig. 1. VLF Phase Comparator calibrates local frequency 
Standard with respect to national standards hy making 
time plot of phase difference between WWVB standard 
broadcast carrier and locally-generated signal. Project 
Leader Dexter Harthe (left) and -hp- Standards F.ngi- 
neer James A. Marshall examine phase/ time plot pro- 
duced by Comparator. 

SEE ALSO: 
Tunable VLF Comparator, p. 8 

Fig. 2. Typical recording made by VLF Comparator 
showing comparison between electronic counter lime base 
oscillator and WWVB. Horizontal scale is 1 hr. per major 
division, vertical scale is J j /tsec per minor division. Slope 
of trace shows phase change of I fsee between 9:00 A.AI. 
and 12:00 .V., equivalent to frequency offset of I part in 
I0'\ Change in slope after 12:00 N. represents oscillator 
drift. Periodic "pulses" result from once-an-hour 45 
phase shift provided in WWVB carrier for identification. 



A he remarkable improvements made in fre- 
quency control during the last decade have neces- 
sitated commensurate improvements in the art of 
frequency calibration. Such improvements have 
been made possible by the transmission of phase- 
stable low-frequency radio waves by the National 
Bureau of Standards on stations WWVB (60 kc) 
and WWVL (20 kc). These transmissions are 
capable of yielding comparison precisions as high 
as a few parts in 10'-' within the continental U.S. 

Establishment of the NBS low-frequency 
standard broadcasts suggested the possibility of a 
simplified comparator system for relating local fre- 
quency standards to the U.S. Frequency Stand- 
ard. Such a system has recently been designed 
in the form of a VLF Comparator for use with 
WWVB. This is a simplified system intended for 
calibrating high quality frequency standards or 
for monitoring atomic frequency standards with 
respect to the United States Frequency Standard. 

The essential function of the VLF Comparator 
is to make accurate measurements of the phase 
difference between the 60 kc WWVB carrier and 
a stable local frequency. The phase difference 
measured in microseconds is automatically plotted 
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Fig. 3. Hewlett-Packard Model U7A VLF Phase Comparator 



on a built-in snip-chart reorder, pro- 
viding .1 moid ni die frequency oIFset 
■ >i the local standard oscillator as 
shown by die typical record of Fig. 2. 
The trace is easily evaluated with 

transparent templates, supplied with 

the instrument, thai relate the slope 

of the recorder trace to the frequency 
offset (see Fig. 6), Comparison accura- 
cies of better than I part in 10" have 
heen achieved with the system. 

The VI. F Comparator is a complete 
system (exclusive of local standard) 
which consists in one package of a 
receiver, an electronic servo-controlled 
oscillator which hint lions as a narrow- 
hand tracking filter, a linear phase 
comparator, and a snipchan recorder, 
all shown in the simplified block dia- 
gram of Fig. -I. A loop antenna and 
I GO feel of lead-in cable are included 
w ith the system. 

SYSTEM DETAILS 

\ more detailed block diagram ol 
the Com para tor is shown in Fig. 5. The 



phase comparison actually is made be- 
tween the local standard and a servo- 

controlled crystal oscillator, which 
serves as a tracking filter for the re- 
ceived WWVB r.O-kc carrier. The re- 
corder plots the results of the phase 
comparison with a resolution Ol beitci 
than I /.sec phase difference to show 



the frequency offset of the local fre- 
quency standard. 

As a tracking filler, the servo con 
trolled oscillator averages and smooths, 
an) short-term variations in the re- 
ceived WWA'H signal. I he oscillatoi 
frequency is locked to the received 
signal by a phase detec tot whic h con- 
trols a voltage-variable capac itor in the 
osi illator tuning circuit. The osc illator 
output is compared in phase to the re- 
ceived GO-kc signal alter ir.ntsloi m.i- 
lion from 100 kc io GO kc by a 5-to-l 
dividei and a y. 3 multiplier. 

The output of the set vo-c out rolled 
oscillatoi itself may be used as a fre- 
quency standard, although there are 
occasional ionosphei ic effects thai al 
feci the phase Stability cil the received 
l.F radio signal and may reduce die 

stability <>i the servo-controlled oscil- 
lator to a few parts in io 9 . 
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Fig. 4. Simplified diagram »/ -hp- Model 1 17 A VLF Comparator 
System. Recorder makes time plot ol phase difference between 
local frequency standard and received standard broadcast carrier. 



FREQUENCY CALIBRATION 
USING LF STANDARD BROADCASTS 



Low frequency standard broadcasts 
now provided by the National Bureau 
ol Standards permit precise calibration 
of local Irequency standards in a rela 
tively short time. High accuracy is pos- 
sible with these broadcasts because LF 
waves propagate principally as ground 
waves and thus have high phase stability 
at the receiver. 

Precision Irequency comparisons can 
be made by measuring changes in 
phase over a period ol time between 
the cycles ol a locally-derived signal and 
those ol a low frequency standard 
broadcast carrier. The Irequency offset 
of the locally-generated signal with re- 



spect to the transmitted carrier then is 
equivalent to the rate of change in the 
phase difference (measured as a time 
interval): I.e., 

At/T = Af/f. 

The VLF Comparator described in this 
article makes precise phase compari 
sons between a 60-kc signal derived 
from a local Irequency standard and 
the 60-kc carrier ol the NBS standard 
Irequency station WWVB The instru 
ment records the phase dillerence as a 
lunction ol time on a sell-contained 
strip-chart recorder and under labora- 
tory conditions the resolution ol the 



recording is better than 1 isec ol phase 
dillerence. The recording is easily inter- 
preted to show the offset of the local 
frequency standard with respect to the 
transmitted standard frequency. 

Comparisons made with this instru- 
ment over ten-day periods can yield ac- 
curacies of parts in 10 1 provided, of 
course, that the local standard is of 
commensurate quality. Comparison ac- 
curacies of parts m 10 can be achieved 
easily in a comparison period of about 
an hour dliring times of low ionospheric 
activity, as commonly found during day 
light hours. (See also a discussion of a 
tunable VLF Comparator on page 8.) 
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Ftp 5 Blin k diagram of V I.F Comparator System. 



The local standard 100-fci Fee 
quency* is compared to the crystal 
oscillatoi signal in the linear phase 
comparator after division by 5 and 
multiplication i>> .'( to60 k< . The phase 
i oroparison thus < an be matte ai 60 kt , 
for i lull scale 360 phase difference ol 
1694 usee, or it can Ik* made SI SO kt 
in provide a lull scale phase different e 

• A lO'to-l divider that permits use ol the Com- 
parator with a I Mc standard has been designed 
as a plug in option 



ul 50 usee. \ limn panel suinh selects 
the desired stale. 

LINEAR PHASE COMPARATOR 

The linear phase comparator is a 
Hip-Hop thai is turned on once a cycle 
by the l<« al standard signal ami mi ned 

nil again liy the phase locked oscillator 
signal, as showrj in Fig. 9. This action 
generates a constant-amplitude rec- 
tangular pulse train that has a repe- 
tition late equal to the comparison 
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Fin. fi. Transparent template simplifies reading of r ecorder trace. 
Template relates slope of trace to frequency offset between local 
anil WWVB signals. Template shoirn here is for use with 16 s j msec 
scale (phase difference in microseconds across width of record- 
ing). Similar templates are used with 50 fisec scale. 



Iteipicncy anil n pulse width thai is 
determined by the relative phase differ- 
ence between the local standard and 
WWVB. I his type nl comparator has 
an output tin rent thai varies linearly 
with respect to phase difference. 

I he output ol the linear comparator 
is applied to the ret order and also to 
IWO rear panel tonneilnrs. one fur Use 
with Rahanotnetrit ret orders ami one 
lor potent iotnei lit ret orders. Themiii- 
parator output is .dsn applied to the 
Front panel meter when the Function 
switch is in the Phase Comparison 
position. 

RECORDER 

The strip than ret order is a sam- 
pling device thai makes .t dot on pres- 
sure-sensitive paper once every sixty 
seconds^ The than speed is I inch 

lit HI I sn that the Hate resemhles .1 mn 
tinuous line when the trace is oi mod- 
crate slope. 

LOOP ANTENNA 

The standard antenna in< luded with 
the ssstctn is a 13-inch diameter loop 
housed in heavy aluminum tubing at 
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lathed i<> a cast-aluminum box (lit; 
10). The antenna loop wires are se- 
cured by foamed-in-place poiyurethane 

inside I he lulling, and .1 pre amplifier 
is mounted on the waterproof box 
cover. 

The ellei live electrical height of the 
antenna is approximaiely l.fi centi- 
meters which, when multiplied by a 
field strength ol only 60 nii< rovolts pel 
meter, delivers about I microvolt oi 
signal to the 1 1 7 A . a signal level ade 
quate lor satisfactory operation (the 
lield si length at receiver sites Within 
the continental United .States usual!) 
amounts to hundreds ol mi< rovolts per 
meter). Although no attempt is made 
to keep the null in the figure-H field 
pattern free ol quadrature ron lamina- 
tion, there may lx- lases where orient 

i 1 in the antenna can reduce the effect 
ol man-made interference without serf- 
ouslv allei ling the level of the desired 
signal. 

A push-pull amplifier using two 
Nuvisior t nodes serves as an active 
coupler between the high impedance 
resonant loop and a magnetostrictive 
filter which drives the output termi- 
nals. The Nuvistors. operated al greatly 

reduced voltages tor long life expec- 
tant v, have extremely linear character 
isti<s in the range oi voltages encoun- 
tered, 

The magnetostrit live filler, whic h 
has a bandwidth o| 011K > j is. mini- 
mizes the possibility, oi blocking ol the 
input amplifiers by powerful transmit- 
ters on nearby channels (extensive field 
testing at -hp- showed dial ibis does 
happen with a wideband system), The 
small temperature-dependent phase 
shift introduced by the filler has been 



Fin 8, Performance of VLF Comparator is shown by phase compari- 
son made between "atomic" frequency standard (-hp— Model :*0H0A 
Cesium Beam Frequency Standard I unit WWYH at Pain Alto. Cali[ 
(900-mile path I Recorder st ale is 50 itsee edge In edge. Steady trare 
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Pig, it. Linear phase comparator generates rectangular pulses at 
60 kc which are integrated to provide de signal for operation ol 
reeorder. Pulse width, and thus de output, is proportional to 
phase difference betuecn lot al standard and internal phase-locked 

oscillator. 



found lo be negligible during Usually- 

encountered temperature variations. 

I he lead-in carries the signal to the 

instrument and the operating DC 
power lo the antenna, typically '><• 
milliamps at 35 v IX.. A 50-ohm (able 
ol am length from fili\ to more than 
a thousand leet may be used as a 
lead in. A balanced SOO-ohm input is 
available for those who may wish 10 
use other types of antennas for experi- 
ment. 

RECEIVER CIRCUITS 

The (airier amplifier al the input 
to the Comparator uses three Nuvistor 
tetrode slages sv in hronously tuned 
with a bandwidth ol 2 k( and a gain 
of more than 120 db. Here again, volt- 
ages are kepi low for long lib- expect- 




Fig. 7. Link between house jrequeney standards and 
national standards is provided by VLF Comparator 
(top) shoun here with -hp- Model 107 BR Quart: 
Oscillator. 



ancy. Neither a manual nor an aui<> 
111.1t i< gain control was found necessary, 
or even useful since the circuitry is 

phase-stable loi signal level 1 h.inges 

much greater than those experienced 

in piac ii< c. 

A simple signal-level detcctoi pto- 
\ ides an UHl alihratcd indii alion ol the 
presence ol the (airier and also shows 
if fading OCCUTS, The signal level (an 
be monitored by the from panel meiei 
or by an exleinal ie( order ibrougb a 

telephone jack provided on the reai 
panel. 

THE TRACKING FILTER 

When Nits announced plans (01 
higbci powei iiaiismission fiom 
WVWB (and WWVL), ii was proposed 
thai a servo-controlled oscillator hav- 
ing an integration time ol I to 2 sec- 
onds and a bandwidth of aboui I tps 
would be adequate as a Hacking fillei 
lor continental I'. S. reception, pro- 
vided thai the I.F or VI. F ■ arrieis were 
continuous!) transmitted. The use ol 

SUcil a tracking filler makes the svsicm 
an automata allv tuned receiver with 
a passband of less than I CpS, a highly 
desirable feature foi discriminating 
against the high noise levels encoun- 
tered al I.F and VLF frequencies, Re- 
liable operation of ibis system has been 
verified bv an extensive field testing 
program. 
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between 5:30 A.M. and .S'.OO P.M. while entire propagation path it in 
daylight shows high stability of daylight signal. Comparisons are not 
usually made at night because of ionosphere changes which a/Ject 
phase of received signal, as shown by 20-psec shifts at sunrise and 
sunset. 



The him king filter is shown in Fig. 
Il.li i\ well known that a very narrow- 
band Hacking fillet i. mi Ix- realized 
witli iliis ty|>e ol phase-locked oscil- 
laioi. ihe integraioi in tin- feedback 

loop c icates a sec ondordet system that 
has no significant phase error in the 
steady stale and has the outstanding 
advantage that it can he made with 
simple resistive and tapacitivc com- 
ponents. The operational amplifier 
tunc lion is easily lulfilled by a single 
high-mil Nuvistor, five resistors, anil a 
capacitor. Temperature variations can- 
not change the values of these com- 
ponents in such a way as to cause the 
center frequency to shift significantly. 

The output ol the phase detector is 
zero volts only when the 00-kc voltages 
are exac tl\ the same frequency and W 
apart ill phase. Any phase deviation 
causes an output which is integrated 
by the operational amplifier and ap- 
plied to the voltage-controlled oscil- 
latOI in the proper direction to restore 
the '.HI phase relation l>etween the 00 
kc phase cletec lot inputs. 

The quart* crystal is a looni-tempei- 
ature NT-cut requiring no warm-up. 
which allows the Comparator to start 
making phase records in just a few 
minutes after turn on. The degree of 
crystal frequency pulling due to servo 



control can be seen on the panel meter 
when the Function switch is in the 
Phase Lock Adjust position, whic h 
shows the voltage output ol the phase 
detector. A reading ol 20 cm the (1-50 
scale indie .lies thai the free-running 
crystal Frequency is Hacking WWVB 
with little Or no servo pulling. Any 
reading in the "green" area between 
10 and 10. however, provides phase 
tracking with no detectable phase 
error. 

T he transient response ol the track- 
ing filtei is shown in fig. 12. This is 
a plot ol the voltage at the VOltagC- 
loiiuollcd leaclance in response to a 
Step change in the osc ill.itor tuning 
c apac itance. T he overall time constant 

ol the response do', to w , <>i lm.il) 
is about I sec oud. 

VLF RECEPTION 

The received phaseslabilil\ ol VI. F 
radio waves is affected by the iono- 
sphere. When the effective ionosphere 
height and election cleiisin piolile re- 
main constant, as is usually the case 
dining the lime ih.it the entire propa- 
gation path is in daylight, the apparent 
received phase-stability and field in- 
tensity are c orrespondingK constant. 

Occasionally, daytime ionosphere 
activity does occui and must Ik? rec- 



ognized lor proper evaluation of the 
data records. If fading during daylight 
should eiccur. ii is a certain indication 
that ionosphere disturbances are tak- 
ing place and these are likely to be 
accompanied by apparent received 

phase-instabilities. The maximum 
erroi attributable to ionosphere dis- 
turbances experienced at Palo Alto Oil 
WWVB has been about I X '0 *. whic h 
Occurred during November, I "0.8. Rec - 
ords made at Hewlett-Packard Com- 
pany in Palo Alto, however, show that 
days ol unstable ionospheric condi- 
tions are in the minority and that one- 
can expect to be able to woik in the 
range between I • 10 0 and I x 
most of the lime. Where intercontinen- 
tal phase comparisons are concerned, 
on the other hand, it is cpn-stionable 
whether rompai isons ac c mac ies >>l let- 
ter than I part in ID" can be hi hieved 
since the propagation path seldom is 
totally in daylight. 

Anoihei helpful method of deter- 
mining ac c Ufai \ depends upon a [ail I) 
good knowledge of the behavior of 
one's own local standard. The nature 
of aging quaru Standards and of iono- 
sphere phase anomalies are sullic iently 
unlike to be distinguishable. Once the 
aging rale of the local standard has 
been determined, it can be removed 
from the phase records with reasonable 
ace mac ) . 

Discontinuities in the recorded 
phase difference that can result from 
signal oi power interruptions are 
shown in Table 1. I'suallv. there is no 
good reason to make rei "ids overnight 




Fig. 10. Weatherprool antenna used with 
Comparator System. 



TABLE 1 INCREMENTAL PHASE JUMPS (IN MICROSECONDS) POSSIBLE 
FOLLOWING A TEMPORARY INTERRUPTION IN SIGNALS OR POWER. 



Seal* 
Calibration 


Interrupted 
Signal 


1 

Interrupted 
AC Power 


Interrupted 
Local Std. 


WWVB WWVL 


WWVB WWVL 


WWVB WWVL 


50 usee 
16 ',-i usee 
10 -sec 


16- J A No change 
No change — 
— No change 


10 10 
3-Vi — 

No change 


3-'„ 10 
3-V, — 
— No change 



A VLF Comparator modified for use with WWVL at 20 kc is available, 
although the 20-kc transmissions are still considered to be on an 
experimental basis 
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Fin. II- Trucking filler is formed by phase-lock 
loop with integrator in feedback loop. 



lor calibrating tot al standards since the 
pha$« stability >>i WWVB in daylight 
hour 1 , is mm h better than it is between 
dusk and dawn. The exception occurs 
when one wishes to collect continuous 
data over many days in older to achieve 
a precision greater than thai obtain- 
able in a single working day. In this 
case, the (.'oil) 1 1. 1 la I (H should not lie 
turned ofl nor should the local stand- 
ard he disconnected. 

If one attempts to make coherent 
rei olds against WWVB over mam da\s 
time, it is likely that the phenomenon 
oi an integral nutnbei ol advancing or 
retarding lull S60 degree phase shifts 
may he recorded' Full cy< le phase rota- 
tions dining diurnal phase shifts have 
been noted by many observers al main 

frequencies. A 360 phase shift at (io 
k( moves the recorder trace fisec, 
whic h would appeal as a loss ol coher- 
ence on the fiO-^sec scale. The obvious 
way to avoid this is to use the I <>-'<- 
,.se< c alihration when making measure- 
ments for periods ol lime longer than 
one working day. I he fact that such 
phase shifts take place certainly c reates 
a problem for am kind of liming or 

accumulating system which attempts 

to use the VLF radio Wave itself, in- 
stead of a carefully-maintained local 
standard. 

TYPICAL PERFORMANCE 

As an example of what can be ac- 
complished in a lew davs ol intermit- 
tent broadcasting. Fig. I I shows the 
phase record ol a Hewlett-Packard 
Model I07AR Quart/ Oscillator made 
by a VLF Comparatoi at the IEEE 
Convention in the New York Coliseum 



during March. I '.Mil. The Quart/ Oscil- 
latoi was ten tied on about noon of 
March 20 and al noon March 21 the 
Frequency error was read as -f- ' X I" " 
with the frequent y ollset template. A 
coarse collection was made. At 1:30 
p.m. the frequency olfsel was again 
measured and corrected by 3 X 1° '• 
A final correction was made at 5:0(1 
p in. Similai corrections were made 
during the next lour days (WWVB 
was broadcasting six hours a dav ai 
the lime and was oil the ail < omplcteK 
on March 21). The collection made al 
noon ol Manh 25 bioughl the Quail/ 
Oscillator to within I x 10 10 ol the 
i si s aftei onl"S Foui clays ol intermit- 
tent broadcasting, a truly remarkable 
performance when one recalls the 
months <>l ellon required to approach 
ibis precision by means ol Hl ; lime 
signals. 

I he very high comparison accuracy 
possible with this VLF comparison s\s- 




Fig. 12. Response of phase-loek loop to 
simulutcti step change in oscillator fre- 
quency: Oscillogram sieeep speed is 2 
sec/ cm. 

tem was demonstrated In a sevclal-claY 
lest in which an —hp— Model 5060A 
Cesium Beam Frequency Standard was 
compared with WWVB. The test thus 
provided a comparison of two \ei\ 
high stability frequency souices to 
show the capability of the VLF com- 
parison technique Corrections from 

N'BS were- applied and the following 
results obtained: 

OlFsci is Disagrcc- 
WWVl. mt-ni 
+fixlu'= +8X10" 
12 days -Mir.xio'- +vi>xii> ,; + i.rixii> '• 

The period of measiiieiiieiit was ErOni 

5-13-64 to 5-25-6 1. 

READING THE CHART 

The templates (Fig. 6) supplied with 
each Comparator enable interpreta- 
tion o| the slope of the recorded trace 
in terms "I frequent \ offset oi the tot al 

standard. When the (requeue \ ollset is 
less than that conveniently measured 
with the template, it can easily be cal- 
culated using the lad thai theie are 
close to 10° microseconds in a S-hour 



5060A 
ORaci \s 
u M \ 11 

8tUvS +IXII)'- 




FREQUENC* IKC) 

Fi«. 13. Interference rejection of -hp- Model II7A VLF Com- 
parator Ordinate represents power level of interfering signal in 
dh above WWVB received signal level. Interference having fre- 
quency and amplitude in shaded areas has no effect on operation 
of VLF Comparator. 
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Fin. 14- liecords made while putting frequency standard into operation (see text/. 



period, The error N in parts of I *> ' 0 
is then: 

N N microseconds At 
II)' 0 = It hours = ~T" 
The fractional lime error thus deter- 
mined is, of course, the same ;> s the 
(mi tional frequency erroi 

■M _ At 
I - f 

The slope of the phase recording is 
the Lreouencj difference betweeo ihe 
two Input frequent fes, sint e iis dimen- 
sions .in- d<<, di. riu- derivative ol the 
slo|)i- ol tin - phase recording is ire- 
queixs iliih .in<l under conditions ol 
stable propagation can be attributed 
10 the local standard. 

For larger frequency offsets, in the 
range ol a lew [).uis in HI' ii' :i lew 
|).nis in 10*. the time between recorded 

dots on ihe mi( rosei onil stale is uselul 
lor acc urate lr.utioii.il fretpieno error 
i .ilc illations. The billowing example 
illustrates: 
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Referring to the first hum ol the 
New York IEEF. Convention record 
of March 21, 1964 (Fig. 1 1), the average 

time between dots just Inline l'2:<Kl 
noon was detetmined lo he '2.15 /,se< 
per minute (from \l to s'2 is II ^SCC in 
is minutes); this ver) simply yields: 

2.15/(00 X '»') = !»J X 10 '. 
(lie at dial frequent s offset. 

I'nlcss enough dots are made to posi- 
tively define a readable slope, il is bct- 
let to measure the beat frequents b\ 
(ouniing < yi les ol the front panel 
meter lor a measuted period ol lime 
while ihe Mctri l umlmn switih is set 
to f'luisr Comparison. 
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SPECIFICATIONS 

-hp- 

MOOEl 117A 
VLF COMPARATOR 

INPUT FREQUENCY: 60 kc iWWVB Carrier! 

SENSITIVITY: 1 *,v in» into 50'J (adequate 
for daylight reception anywhere in conti 
nenlal U. S>. 

LOCAL STANDARD INPUT: 100 Kc. 1 V tm» 
into 1 k'..' (additional divider to accept t Mc 
available at extra cost). 

100-kc PHASE-LOCKED OUTPUT: 5 volt posi 
tive rectangular pulses into 5 k!.'. 

RECORDER OUTPUTS: Phase Comparison and 
Relative Signal Strength: 0 1 ma dc into 
MOO!. 1 and 0100 mv dc from 2000t.' 

OVER-ALL PHASE STABILITY: 1 /.sec 0 50'C 

CHART WIDTH: SO >.sec or 16'/, /isec, selected 
by front panel switch 

CHART SPEED: 1 Inch/hour 16 and 12 inches/ 
hour available upon request). 

METER READINGS: Three switch positions I 
Relative signal level. 2. Phase comparison; 
calibrated scales 0 50 *s full scale and 
0-16', vs full scale. 3. Phase lock; mdi 
cated range insures negligible phase error 
in phase-locked oscillator 

ADJUSTMENTS: Front panel screwdriver con- 
trol ad|U5ts free running frequency of volt 
age-controlled oscillator to compensate for 
crystal aging and to achieve optimum 
phase lock over temperature range 0-SO'C 
Three adjustments on rear panel make full 
scale calibration adjustment of internal re- 
corder, internal meter, and external gatva 
nometer recorder for phase comparison 

DIMENSIONS; Nominally 3", inches hiRh. 

16% inches wide. II 1 /. inches deep behind 

front panel. 
WEIGHT: 

117A: 20 lbs 19,1 kg) net 
22 lbs 10 kgl shipping 

Antenna: 12 5 lbs. (5,7 kg) net 
21 lbs -9.5 kg) shipping 
POWER: 115 or 230 volts • 10%. 60 cycles, 

40 watts 

STORAGE TEMPERATURE: -50' to -75^. 
OPERATING TEMPERATURE: 0-SO'C 
ACCESSORIES (included): 

CHART RECORDER Amprobe Model DB81 

(mounted in Comparator). 
LOOP ANTENNA !-hp- 10509A): Antenna is 
43 inches (109 cm) in diameter arid 
mounts on I inch pipe thread. Operating 
temperature: -60* to I 80"C 
COAXIAL LEAD IN CABLE '-hp- I0512A) 
50 ohm, BNC BNC connectors. 100 feet 
(30.5 ml long. 
PRICE: -hp- I17A with 10509A antenna pre 
amp and 10512A lead in cable. SI. ISO 00 
Prices f o b factory 
Data subiect to change without notice 



• 7 • 



© Copr. 1949-1998 Hewlett-Packard Co. 



TUNABLE VLF COMPARATOR 




-TIME 



Trace mudf by Uymrr tnntihlr VLF Cotnpurator while cliech- 

ing i/uuru oscillator against Navy station NBA (24 he) in 
Panama (3300-mile path), chart scale is lOOpsec phage differ- 
ence edge to edge. Slope of 2 psec/hr between <S A.M. ami 



I P.M. shmrs oscillator frequency of/set ol 5.5 parts in 10"'. 

Change occurring at 4:30 P.M . characteristic ol all VLF trans 

missions, is diurnal shift roused by night time ionosphere 

changes. 



For frequency comparisons that must 
be made over distances in excess of 
2000 miles. VLF transmissions in the 
14 30 kc band are advantageous be- 
cause of their reliable reception and 
phase stability at long ranges. What is 
more, this frequency range makes avail 
able several different transmissions of 
fered by the U. S. Navy, the National 
Bureau of Standards, and the British 
Post Office for comparison work, provid 
ing coverage over most of the earth's 
surface. For this purpose, the Dymec 
Division of Hewlett-Packard has de. 
signed a tunable VLF Comparator that 
tunes in 100-cps steps from 14 to 30 kc. 
The Comparator can be quickly changed 
to another channel in case a particular 
transmission becomes unusable because 
of propagation changes or because of 
intermittent scheduling. It works with 
VLF stations up to 6000 miles distant. 

The Dymec tunable VLF Comparator 
plots the phase difference between the 
received signal and local standard oscil 
lator in much the same manner as the 
-hp- 117A VLF Phase Comparator de- 
scribed in this issue The techniques for 
deriving the phase difference, however, 
are entirely different in order to permit 
tuning. 

The tunable VLF Comparator uses 
frequency synthesis techniques to trans- 
late the 100-kc local standard signal to 
the same frequency to which the in 
strument is tuned and then processes 
the synthesized and received signals 
through identical IF channels to the 
phase comparator. The voltage output 
of the phase comparator controls a 
servo. driven phase-shifter that phase 
shifts the reference 100-kc signal from 
the external frequency standard to 
maintain the received and synthesized 




signals in phase. The built-in recorder 
plots the position of the phase-shifter 
to provide the record of phase differ 
ence. The accumulated phase difference 
is also displayed on a digital readout. 
In addition, the instrument has an IF 
output and a monitor loudspeaker for 
telegraphic communications and for 
time-tick synchronization of clocks. 

The tunable VLF Comparator has high 
sensitivity (0 1 «v) and operates in the 
presence of strong interfering signals or 
noisy environments, making it well 
suited for use with mobile or shipborne 
frequency standards. The completely 
transistorized instrument operates from 
ac line power or it can operate with 
batteries (24—30 v) with optional spring- 
driven chart drives. 

— Albert Benjommion and 
Cleaborn fftggim 



BRIEF SPECIFICATIONS 

DYMEC 

MODEL OY-23658 

VIF PHASE COMPARATOR 

FREQUENCY RANGE: 14.0 to 30.0 kc in 100 
cps steps 

SIGNAL LEVEL RANGE: 100 db with switched 
attenuator '60 db in 10-db steps) and age 
'40 db at input compressed to 6 db at I F > 

IF SELECTIVITY: At least 15 db rejection ot 
adiacent channel '100 cps from selected 
channel); tolerates additional 15 db of inter 
ference without affecting phase tracking 
(on phase • 1/ 

SERVO TIME-CONSTANT: 30 to 60 seconds 

IF CARRIER OUTPUT: 3 1 kc. 0 to 1 v into 
600 ohm. Bandwidth selected by front panel 
switch. 75 or 200 cps 

POWER REQUIRED: 115 or 230 v - 10 .. 60 
cps. 40 watts. 

24 to 30 v dc. 0 7 amp 'spring driven chart 
drive needed for battery operation). 
PRICE: Model DY 2365B VLF Phase Compara 
tor (without antenna). $4975.00 

DYMEC DIVISION 
HEWLETT-PACKARD CO. 

275 Page Mill Road. Palo Alto. Calif 

Prices fob Palo Alto. Calif 
Data subject to change without notice 
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